
510(k) Premarket Notification SONOACE PICO Diagnostic Ultrasound System

MAY 1 6 2006
510(K) SUMMARY OF SAFETY AND EFFECTIVENESS

This summary of safety and effectiveness is provided as part of this Premarket
Notification in compliance with 21 CFR, Part 807, Subpart E, Section 807.92.

1. Submitter's Information: 21 CFR 807.92(a)(1)
Medison Co. Ltd.
1003, Daechi-dong, Gangnam-gu,
Seoul 135-280, Korea

Contact Person:
Mr. Kyung-Am, Shim
Regulatory Affairs Manager

Telephone: 82.2.2194.1381
Facsimile: 82.2.2194.1399
Email: kashim~medison.com

Data Prepared:
April 10, 2006

2. Name of the device:

Comnon/Usual Name:
Diagnostic Ultrasound System and Accessories

Proprietary Name:

SONOACE PICO Diagnostic Ultrasound System

Classification Names: FR Number Product Code
Ultrasonic Pulsed Doppler Imaging System 892.1550 90-IYN
Ultrasound Pulsed Echo Imaging System 892.1560 90-IYO
Diagnostic Ultrasound Transducer 892.1570 90-ITX

3. Identification of the predicate or legally marketed device:
K013627, 11/16/2001, SA8000 Ultrasound system
K043455, 12/21/2004, SA8000 SE Ultrasound system

4. Device Description:
The SONOACE PICO is a general purpose, mobile, software controlled, diagnostic
ultrasound system with on-screen display for themal and mechanical indices related to
potential bioeffect mechanisms. Its function is to acquire ultrasound data and to display the data
as B-mode, M-mode, Color Doppler, Pulsed (PW) Doppler, Power Doppler, Harmonic imaging
and 3D imaging, or as a combination of these modes on the LCD monitor.
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510(k) Premarket Notification SONOACE PICO Diagnostic Ultrasound System

The SONOACE PICO has been designed to meet the following product safety standards:

- UL 60601-1, Safety requirements for Medical Equipment
- CSA C22.2 No. 601.1, Safety requirements for Medical Equipment
- 1EC60601-2-37, Diagnostic Ultrasound Safety Standards
- EN/IEC60601-1, Safety requirements for Medical Equipment
- EN/IEC60601-1-2, EMC requirements for Medical Equipment y
- NEMA UD 2-2004 Acoustic Output Measurement Standard for Diagnostic Ultrasound

Equipment
- NEMA UD 3-2004 Standard for Real Time Display of Thermal and Mechanical

Acoustic Output Indices on Diagnostic Ultrasound Equipment
- JEC 61157, Declaration of the acoustic output
- ISO 10993, Biocompatibility

5. Intended Uses:

The SONOACE PICO system is intended for the following applications:
General, OB, Gynecology, Abdomen, Fetal Heart, Renal, Neonatal, Pediatric, Vascular,
Cardiac, Urology, Breast, Small Parts, Musculoskeletal applications.

The system also provides for the measurement of anatomical structures and for
analysis packages that provide information that is used for clinical diagnosis purposes.

6. Technological Characteristics:
The SONOACE PICO is substantially equivalent to the SA8000 Diagnostic Ultrasound
System, cleared via K013627, and the SA8000 SE Diagnostic Ultrasound System,
cleared via K043455. All systems transmit ultrasonic energy into patients, then perform
post processing of received echoes to generate on-screen display of anatomic structures
and fluid flow within the body. All system allow for specialized measurements of
structures and flow, and calculations.

END of 510(K) Summary
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Jt
Food and Drug Administration
9200 Corporate Boulevard
Rockville MD 20850

-Ari I

Medison Co., Ltd.
% Mr. Mark Job
Responsible Third Party Official
Regulatory Technology Services LLC
1394 25th Street NW
BUFFALO MN 55313

Re: K061213
Trade Name: SONOACE PICO Ultrasound System
Regulation Number: 21 CFR 892.1550
Regulation Name: Ultrasonic pulsed doppler imaging system
Regulation Number: 21 CFR 892.1560
Regulation Name: Ultrasonic pulsed echo imaging system
Regulation Number: 21 CFR 892.1570
Regulation Name: Diagnostic ultrasonic transducer
Regulatory Class: II
Product Code: IYN, IYO, and ITX
Dated: April 27, 2006
Received: May 2, 2006

Dear Mr. Job:

We have reviewed your Section 510(k) premarket notification of intent to market the device
referenced above and we have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of the
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the device, subject to
the general controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice, labeling,
and prohibitions against misbranding and adulteration.

This determination of substantial equivalence applies to the following transducers intended for
use with the SONOACE PICO Ultrasound System, as described in your premarket notification:

61M,&*TRW /"&Y"a 94)



Page 2 - Mr. Job

Transducer Model Number

C2-4ES C4-9ED HL5-9ED
C2-5ET EC4-9ED L5-9EC
C3-7ED EC4-9ES L5-9EE
C4-7ED HC2-5ED

If your device is classified (see above) into either class II (Special Controls) or class III (PMA),
it may be subject to such additional controls. Existing major regulations affecting your device
can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA
may publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

This determination of substantial equivalence is granted on the condition that prior to shipping
the first device, you submit a postclearance special report. This report should contain complete
information, including acoustic output measurements based on production line devices, requested
in Appendix G, (enclosed) of the Center's September 30, 1997 "Information for Manufacturers
Seeking Marketing Clearance of Diagnostic Ultrasound Systems and Transducers." If the special.
report is incomplete or contains unacceptable values (e.g., acoustic output greater than approved
levels), then the 5 10(k) clearance may not apply to the production units which as a result may be
considered adulterated or misbranded.

The special report should reference the manufacturer's 5 10(k) number. It should be clearly and
prominently marked "ADD-TO-FILE" and should be submitted in duplicate to:

Food and Drug Administration
Center for Devices and Radiological Health
Document Mail Center (HFZ-40 1)
9200 Corporate Boulevard
Rockville, Maryland 20850

This letter will allow you to begin marketing your device as described in your premarket
notification. The FDA finding of substantial equivalence of your device to a legally marketed
predicate device results in a classification for your device and thus permits your device to
proceed to market.
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If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Office of Compliance at (240) 276-0120. Also, please note the regulation entitled,
"Misbranding by reference to premarket notification" (21CFR Part 807.97). You may obtain
other general information on your responsibilities under the Act from the Division of Small
Manufacturers, International and Consumer Assistance at its toll-free number (800) 638-2041 or
(301) 443-6597 or at its Internet address http://www.fda.gov/cdrh/industrv/support/index.html

If you have any questions regarding the content of this letter;please contact Andrew Kang, M.D.
at (301) 594-1212.

Sincerely yours,

Nancy C. Brogdon
Director, Division of Reproductive,

Abdominal and Radiological Devices
Office of Device Evaluation
Center for Devices and Radiological Health

Enclosures



510(k) Premarket Notification SONOACE PICO Ultrasound System

Section 4.3
INDICATIONS FOR USE

DIAGNOSTIC ULTRASOUND INDICATIONS STATEMENT

510(k) No.: ~zfl {d.3
Device name: SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound im agin or fluid flow analysis of the human bod as follows:

Clinical Application Mode of Operation
General Specific B M PWD CWD Color Combined* Other

(Track I only) (Tracks I & Ill) Doppler* (Spec.) (Spec.)

Ophthalmic Ophthalmic

17etal dOzo'ntefl P P P p nte Nte ) 67 R
Abdominal P P P P Note I Note 2, 6, 7, 8
Intra-operative (See Note 6)
Intra-operative (Neuro.)

Fetal Imaging Laparoscopic
& Other Pediatric P P P P Note I Note 2, 5, 7, 8

Small Organ (See Note 5) P P P P Note I Note 2, 5, 8
Neonatal Cephalic N N N N Note I Note 2, 5, 8
Adult Cephalic
Trans-rectal P P P P N ote I Note 2,8
Trans-vaginal P P P P Note I Note 2,3, 8
Trans-urethral
Trans-esoph. (non-Cardiac)
Musculo-skel. (Convent.) P P P P Note I Note 2, 5, 8
Musculo-skel. (Supertic.) P P P P Note I Note 2, 5, 8
Intra-lumninal
Other (spec.)

Cnr clir Alult p p p P e NP

Cardiac Cardiac Pediatric
Trans-esophageal (Cardiac)

I_________ Othe (spec.)

Perihetl P . vecA P P P P Notet Nate? 5 £
Vessel Other (spec.)

N= new indication; P= previously cleared by FDA in K031552; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note I: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/PWD, B/Power Doppler/pWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertilitynmonitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THI)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

(Division SinOf
Basic Information Division of Reproductve A0J2(00 Section 4.3, Page 1 of 12

and Radiological Devices
510(IkjNumbjer-C C C



5 10(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

51 0(k) No.: 4 o 6 L2F3,
Device name: CZ24ES with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Cinicall Application Moe of Operation
General Specific B M PWD CWD Color Combined* Othe

(Track I only) (Tracks I & 111) Doppler* (Srcc (Spe)

Ophthalmic Ophthalmic

Fetsliazoohlnte7 ,I N N N N Nnte I WNte9 7 R

Abdominal N N N N Note I Note 2, 7. 8
Intrat-operative (Abdominal,
vascular)
[atra-operative (Neuro.)

Fetal Imaging Laparoscopic
& Other Pediatric N N N N Note I Note 2.5, 7, 8

Small Organt (See Note 5) _ _______

Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
TFrans-esoph. (non-Cardiac)
Musculo-skel. (Convent.) __

Musculo-skel. (Superfic.)
Intra-lurninal
Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _ _

C,srii.c Adult P P P P Mmtl nt A

Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) ___ ___

____ ____ ____ Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _ _

Vessel Other (spec.) _ _______

N= new indication; P= previously cleared by FDA in K(031552; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWrD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-rnode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THIl)
Note 8: 3D Imaging

Concurrence of CDRH-, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

Basic Information and Radioi caJ~2Il~ f Section 4.3. Page 2 of 12
510(k) Number 110
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DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: Kv1Z943
Device name: C2-SET with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound iaging or fluid flow analysis of the human body as follows:

Clinical Application ____ oeof Operation
General Specific B M PWD CWD Color Combined* Other

(TraLkI nly (Tracks I & III) - - - - Doppler* (Spec.) (Spec.)
ophthalmic Ophthalmic

FWPeta / 0 0 ine u1 P P P p Nate I Nate? 7 2
Abdominal P P P p Note I Note 2, 7, 8
Intra-operative (Abdominal,
vascular)

Intna-operative (Neuro.)

Fetal Imaging ILaparoscopic
& Other Pediatric P p p p Note I Note 2, 7, 8

Small Organ (See NoteS5) __

Neonatal Cephalic __ _____

Adult Cephalic __ _____

Trans-rectal
Trans-vaginal
Trans-urethral

Trans-esoph. (non-Cardiac) __

Musculo-skel. (Convent.)
Musculo-skel. (Superfic.) __

Intra-lumninal
__________ Other (spec.) _ _ _ _ _ _ _ _

CorAitr AAUlt
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) __

_________ Other (spec.) _ _ _ _ _ _ _ _

Pe~herl Ip-rhprgl vece

Vessel Other (spec.)- - - --

N= new indication; P previously cleared by FDA in K043455; E= added under Appendix E
Additional Comments:
Color Doppler Includes Power (Amplitude) Doppler
Note 1: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/PWD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THIl)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

(Division Sign-p

Basic Information an4.3adPageg3cof [2



51 0(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: /K t ~I c~1 3
Device name: C3-7ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound Imaging or fluid flow analysis of the human body as follows:

Clinical Application ________ ode of Operation _______

General Specific B M PWD CWD Color Combined' Other
Track I nzly (Trcks I & 11I) - - - - Doppler* (Spec.) (Spec.)
Ophthalmic Ophthalmic

Fetoi/ ooN- V T) P P P P NtI Me97 R

Abdominal P P P P Note I Note 2, 7, 8
Intra-operative (Abdominal,
vascular)

[utra-operaive (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric p p p P Note I Note 2, 7, 8
Small Organt (See Note 5) __

Neonatal Cephalic
Adult Cephalic

Trans-rectal
Trans-vaginal
Trans-urethral

Trans-esoph. (non-Cardiac)
Musculo-skel. (Convent.) ___

Musculo-skel. (Superfic.) ________

Intra-luminal
_________ Other (spec.) _ _ _ _ _ _ _ _

Coriot AvAu1t
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) ________

____ ____ ____ Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _ _

Vessel Ohr(pc)-

N=new indication; P= previously cleared by FDA in K013627, K03 1552, K(043455; E' added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note?7: Tissue Harmonic Imaging (THil)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

BasicInforation Division of Reprodu ive, Abdominal.Seto4.,Pg4of1
Basi Inormaion and Radiological Devices L/IV I '~;Scin4.,Pg f1

510(k) Number IJ'!
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DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: K vt~IA I 3
Device name: C4-7ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound maging or fluid flow analysis of the human body as follows:

Cinical Alication ____ Md fOeain_______
Genra Specific B M PD CD olr Combined* Other

(Track Iol)(Tracks I & III) - - - - oper (Spec.) (Spec.)
Ophthalmic Ophthalmic

PetoI/4s~oM,~~ P p P p %nr Nae) S
Abdominal P p p P Note I N_~ote 2, 7, 8
Intrai-operative (Abdominal,
Vascular)

Intra-operative (Neuro.)-
Fetal Imaging Laparoscopic

& Other Pediatric P p P P Note I Note 2, 7, 8
Small Organ (See NoteS5) __

Neonatal Cephalic
Adult Cephalic
Trans-rectal

Trans-vaginal

Trans-urethral
Trans-esoph. (non-Cardiac) __

Musculo-skel. (Convent.)
Musculo-skel. (Superfic.) __

Intra-luminal
___ ___ ___ ___ Other (spec.)

Card;., Adult

Cardiac Cardiac Pediatric
Trans-espael(ada) ___ ___

_____________ Other (spec-)

Vessel Other (spec.)- - - ---

N=new indication; P= previously cleared by FDA in K(990970, KO 012887; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/P WD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-rnode
NoteS5: For examnple: thyroid, parathyroid, brecast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THI)
NoteS8: 3D Imaging

Concurrence of CDRli, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 80 l. 109)

Basic Information Division of Reprouctive, AborinallScin .. Pge f1and Radiological Devicesio .. ae5 f1
51 ON) Number NA01
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DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: JC 0,~4Q13 A
Device name: C4-9ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound iaging or fluid flow analysis of the human body as follows:

Clinical Application Moe of Operation
General Specific B M PWD CWD) Color Combined* Other

(Track [ only) (Tracks I & III) Doppler* (Spec.) (Spec.)

Ophthalmic Ophthalmic

Petal T" rWnteU P p p p Note! ~ N e6 7 R

Abdominal N N N N Note I Note 2, 6, 7, 8

Intn-operative (Abdominal,
vascular)

Intra-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric N N N N Note I Note 2,5, 8
Small Organ (See NoteS5) p p p p Note I Note 2, 5, 8
Neonatal Cephalic P P P p Note I Note 2, 5, 8
Adult Cephalic
Trans-rectal

Tranis-vaginal
Trans-urethral

Trans-esoph. (non-Cardiac) ___ ________

Musculo-skel. (Convent) _____ _____

Musculo-skel. (Superfic.)
Intra-lumninal

____ ____ ____ Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _ _

C~rA;.r Adult

Cardiac Cardiac Pediatric
Trans-esophageal (Cardiac) __ __________ _______

_________ Other (spec.) _ _ _ _ _ _ _ _

P-.r~h-rl Perinhei vcl p p p 7 p- NM ot

Vessel Other (spec.) I

N=new indication; P= previously cleared by FDA in K043455; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: ColorIM-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Hanrnonic Imaging (THil)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

Division of Reproducti Abdom'
Basc Ifomaton and Radiological Devices ~Scin43Basic Information Nu berkSction4i3,Page 6 of l2



510(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: 06 / I
Device name: EC4-9ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound imaing or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation
General Specific B M PWD CWD Color Combined* Other

(Track I only) (Tracks I & 111) Doppler* (Spec.) (Spec.)

Ophthalmic Ophthalmic

Pet2l .oo, Matve 71

Abdominal

Intra-operative (Abdominal,
vascular)

Intra-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric
Small Organ (See Note 5)
Neonatal Cephalic

Adult Cephalic
Trans-rectal P P P P Note I Note 2, 8
Trans-vaginal P P P P Note I Note 2, 3, 8
Trans-urethral

Trans-esoph. (non-Cardiac)

Musculo-skel. (Convent.)

Musculo-skel. (Superfic.)

Intra-luminal
Other (spec.)
Cnrdarl AIult

Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac)

Other (spec.)
Pnn~hml P..rhwrl veccl

Vessel Other (spec.)

N= new indication; P= previously cleared by FDA in K031552, K043455; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/PVWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/PWD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THI)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

(Division Sg-Jf
Basic Information Division of Reproductive, Abdominal. Section 4.3, Page 7 of 12

and Radiological Devices ,
510(k) Number - -'&L



510(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: 1I:~o'~ t '21Is
Device name: EC4-9ES with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human hody as follows:

Cinical Application _____ Md of Operation
General Specific B M PWD CWYD Color Combined*V Other

(Trck ony) (Tracks I & 111) - - - - Doppler* (Spec.) (Spec.)

Ophthalmic Ophthalmic

Abdominal
Intra-operative (Abdominal,
vascular)

Intrat-operative (Ncuro.)
Fetal Imaging Laparoscopic

& Other Pediatric
Small Organ (See Note 5) ____

Neonatal Cephalic
Adult Cephalic
Trans-rectal P P P P Note I Note 2, 8

* ~~~Trans-vaginal p p p P Note I Note 2, 3, 8
Trans-urethral
Trars-esoph. (non-Cardiac) ___

Musculo-skel. (Convent.) ___ ___ ________

M usculo-skel. (Superftic.) _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

Intra-lurninal
_____ ____ ____ Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _ _

Cordior A~ult
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) ________

____ ____ ____ Other (spec.) _ _ _ _ _

Vessel Other (spec.) _ _______

N=new indication; P= previously cleared by FDA in K03 1552, K01 3627; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppter
Note 1: BIM, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWD
Note 2: !ncludes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-modc
Note 5: For example: thyroid, parathymoid, bireast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harimonic Imaging (THI-)
Note 8: 3D Imaging

Concuarence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

(Division Sig3
BasicInforation Division of Repoutv. boiaSection 4.3, PageS8 of 12
BasicInforationand Radiological Devices

5 10(k) Number = 7 t~J)2j? 27~



510(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: K o6l~ , IS
Device name: 11C2-5ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound inagingor fluid flow analysis of the human bodyas follows:

Cinical Application Mode ofO 0eaion
General ~~Specific H M PD CD olr omIned4 (Oter.(Track I onl ) (Tracks I & HI1) -Combinpper (Se.) (Spec.

Ophthalmic Ophthalmic

Fpgl(toANve] P P p P NnteI NMnte R
Abdominal P P P ____ P Note I Note 2, 8
Intrai-operative (Abdominal,
vascular)

Intrat-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric P P P P Notel ___Note 2, 8

NeonatalC hai

Adult Cephalic
Trans-rectal

Trans-vaginal
Trans-urethratl
Trans-esophIt(non-Cardiac)

Musculo-skel. (Convent.) __

Musculo-skel. (Superfic.)
Intra-luminal

_____________ Other (spec.)

C~rd,ci Adult
Cardiac Cardiac Pediatric

Trans-esophga Cric __

_____________Other (spec.)

Vessel Other (spec.)- - - -

N= new indication; P= previously cleared by FDA in K03 1552; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note I: RM B/P. WD, B/Color Doppler, B/Power Doppler, B/Color Doppler/PWD, B/Power Doppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THI)
Note 8: 3D Imaging

Concurrence of CDRHI-, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 80 1.109)

(Division Sign:Of
Basic Information Division of Repidcie boia Section 4.3, Page 9 of 12

and Radiological Devices 12tN
51 0(k) Number hN-E~n I 12-(-2~



5 10(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: 1 o 6 I Ai 3
Device name: HL5-9ED with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Cinical Application ___ ___ ode of Operation _______

Genieral Specific B M PWD CV~t) Color Combined* Other
(T4kI ~only (Tracks I & ill) oplr (Spec.) (Spec.)
Ophthalmic Ophthalmic

Feti tSzoo A/ate 1

Abdominal
Intra-operative (Abdominal,
vascular)

Intra-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric p p p p Note I Note 2, 5, 8
Small Organ (See Note 5) p p p p Note I Note 2,5, 8
Neonatal Cephalic
Adult Cephalic,
Trans-rectal
Trans-vaginal
Tras-urethral
Trans-esoph. (non-Cardiac)
Musculo-skel. (Convent.) P P p _ _ P NotelI Note 2, 5, 8
Musculo-skel. (Superfic.) P P P ___ P Notel Note 2, 5, 8
Intra-luminal

______ ______ Other (spec.)

C.,rA.c A,1u~t
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) __

___ ___ ___ ___ Other (spec) _ _ _ _ _ _

Dednhrol ern~jrgl ~tce P p p p N~ np25%

Vessel Other (spec.)- - - --

N= ew indication; P- previously cleared by FDA in K0 13627, K031l552, K043455; E= added under Appendix E
Additional Comments:
Color Doppler includes Power (Amplitude) Doppler
Note 1: B/M, B/PWD, S/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Doppler/PWrD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-mode
Note 5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (TI-i)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801. 109)

(Division Sign ff
Basic Information Division of Reproductive, Abdominal, Section 4.3, Page 10 of 12and Radiological Devices

510(k) Number ___________________



510(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: K 19K("(A13
Device name: L5-9EC with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound iaging or fluid flow analysis of the human body as follows:

Cinical Application Mode of Operation _______

General Specific B M PWD CWD Color Combined* Other
(Track I only) (Tracks I & III) - - - - Doppler* (Spec.) (Spec.)

Ophthalmic Ophthalmic

Peti ~o Ie

Abdominal
Intra-operative (Abdominal,
Vascular)

Intra-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric P p p ___ P Note I Note 2,' 5, 8
Small Organ (See NoteS5) p p p p Note I Note 2, 5, 8
Neonatal Cephalic
Adult Cephalic

Trans-rectal
Trants-vaginal
Trans-urethral
Trans-esoph. (non-Cardiac) _ ____

Musculo-skel. (Convent.) p p p p Note I Note 2, 5, 8
Musculo-skel. (Superfic.) -p p p p Note I Note 2, 5, 8
Intra-luminal

____ ____ ____ Other (spec.) _ _ _ _ _ _ _

C,.r,Vu AAjlt
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) __ ____

____ ____ ____ Other (spec.) _ _ _ _ _ _ _ _ _ _ _ _

Vessel Other (spec.)- - - -- _ _______

N=new indication; P= previously cleared by FDA in KO 013627; E=' added under Appendix E
Additional Comments:
Color Doppler Includes Power (Amplitude) Doppler
Note I: B/M, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power Dopplcr/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-rnode
NoteS5: For example: thyroid, parathyroid, breast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (ThI-)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Par 21 CFR 80 1. 109)

BasicInforation Division of Reproduc ive, Abdominal,Seto43,PgI of1
BasicInforation and Radiological Devices Scin43 aei f1

51 0%k) Number F C ~ ~ 3



510(k) Premarket Notification SONOACE PICO Ultrasound System

DIAGNOSTIC ULTRASOUND INDICATIONS FOR USE STATEMENT

510(k) No.: V 0~o (.lw3
Device name: L5-9EE with SONOACE PICO Ultrasound System
Intended Use: Diagnostic ultrasound iwaging or fluid flow analysis of the human body as follows:

Clnical Application Moeof Operation
General Specific B M PWD CWD Color Combined* Other

(Trak I nly) (Tracks I & 11l) Doppler* (Spec-) (Spec.)
Ophthalmic Ophthalmic

Petn /%o mmve U

Abdominal
Intra-operative (Abdominal,
vascular)

Intrai-operative (Neuro.)
Fetal Imaging Laparoscopic

& Other Pediatric P p p p Note I Note 2, 5, 8
Small Organ (See Note 5) P P P p Note I Note 2, 5, 8
Neonatal Cephalic

Adult Cephalic
Trans-rectal

Trans-vaginal

Trans-urethral
Trans-esoph. (non-Cardiac) ____ ______

Musculo-skel. (Convent.) p p P P Note I Note 2, 5, 8
Musculo-skel. (Superfic.) P P P P Note I Note 2, 5, 8
Intra-luminal

____ ____ ____ O ther (spec-) _ _ _ _ _ _ _ _ _ _ _ _ _

Cnrdiac Adult
Cardiac Cardiac Pediatric

Trans-esophageal (Cardiac) ___ ___ __ ____

____ ____ ___ O ther (spM .) _ _ _ _ _ _ _ _ _ _ _

Vessel Other (spec.)- - - --

N=new indication; P= previously cleared by FDA in K043455; E= added under Appendix E
Additional Commients:
Color Doppler Includes Power (Amplitude) Doppler
Note I: BIM, B/PWD, B/Color Doppler, B/Power Doppler, B/Color Doppler/P WD, B/Power tDoppler/PWD
Note 2: Includes imaging for guidance of biopsy
Note 3: Includes infertility monitoring of follicle development
Note 4: Color M-modc
Note 5: For example: thyroid, parathyroid, bireast, scrotum and penis in adult, pediatric and neonatal patients
Note 6: Abdominal organs and peripheral vessel
Note 7: Tissue Harmonic Imaging (THI)
Note 8: 3D Imaging

Concurrence of CDRH, Office of Device Evaluation (ODE)
Prescription Use (Per 21 CFR 801.109)

Basi Inormaion (Division Signtof2t _JSection 4.3, Page 12 of 12
Basi Inormaion Division of Reproductive, Abdominal,

and Radiological Devices


